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A B S T R A C T
We report the first results from novel sub-Angstrom oscillation amplitude non-contact atomic force
microscopy developed for lateral force gradient measurements. Quantitative lateral force gradients
between a tungsten tip and Si(1 1 1)–(7  7) surface can be measured using this microscope.
Simultaneous lateral force gradient and scanning tunnelling microscope images of single and multi
atomic steps are obtained. In our measurement, tunnel current is used as feedback. The lateral stiffness
contrast has been observed to be 2.5 N/m at single atomic step, in contrast to 13 N/m at multi atomic step
on Si(1 1 1) surface. We also carried out a series of lateral stiffness–distance spectroscopy. We observed
lateral stiffness–distance curves exhibit sharp increase in the stiffness as the sample is approached
towards the surface. We usually observed positive stiffness and sometimes going into slightly negative
region.
 2009 Elsevier B.V. All rights reserved.
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Lateral forces play an important role in variety of phenomena in
our daily lives as well as micro and nanoscale systems. Initial
approaches to understand the origin of the lateral forces associated
with the relative motion of two objects were mainly based on
collective mechanical properties of interacting objects [1]. How-
ever, investigation of lateral forces and interaction energy at the
molecule and atomic scale needs accurate measurement of lateral
stiffness of single chemical bonds established between the objects
in contact. Lateral force microscopy (LFM) has shown its capability
to image and identify lateral forces at the atomic scale while a
sharp tip scans over a sample surface [2].
In 1987, Mate et al. [2] imaged lateral forces acting between a
sharp tungsten tip and a graphite surface and the stick-slip
behaviour was observed. Later on, different research groups [3,4]
detected atomic stick-slip behaviour using a UHV–FFM (frictional
force microscopy) apparatus on ionic crystals and metal surfaces and
compared with a theoretically produced lateral force maps based on
two-dimensional Tomlinson model. Studies of atomic scale origins
of lateral forces while the sharp tip is scanned in low load contact
over sample surfaces have already contributed to the understanding* Corresponding author. Tel.: +90 216 483 9522; fax: +90 216 483 9550.
E-mail address: aoral@sabanciuniv.edu (A. Oral).
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doi:10.1016/j.apsusc.2009.10.026of the microscopic origins of friction forces. However, the lateral
resolution of force microscopy in contact mode is limited by the
contact area of the tip apex, containing many atoms due to adhesion
between tip and sample. This problem has been eliminated in non-
contact atomic force microscopy. Jarvis et al. [5] developed a special
cantilever for simultaneous control of tip-sample distance and
lateral tip oscillations, in order to sense lateral interactions between
tip and sample when approaching the surface. Giessibl et al. [6]
presented atomic resolution in lateral forces, while using a tuning
fork as a tilted lateral force sensor. Their sensor had a glued tungsten
tip at the end of one prong of the tuning fork, while the other prong
is fixed. The tip was intentionally tilted with respect to the sample
by 68. They showed that the interaction between a single-tip atom
that is oscillating with 3 Å slightly canted to the Si(1 1 1)–(7  7)
surface can be measured in dynamic mode AFM. However, the tilt of
the force sensor with respect to the sample might reflect the
contribution of normal forces gradient in addition to lateral force
component. In another work, Pfeiffer et al. [7] reported measure-
ment of lateral forces between the tip of a force microscope and the
atomic-scale features on the surface in a non-contact mode using
20 Å oscillation amplitudes. In their experiment, a rectangular
cantilever beam oscillates parallel to the Cu(1 1 1) sample surface at
its torsional Eigen mode, while the tunnel current is kept constant
with the feedback loop.
In a recent work, Kawai et al. [8] also reported atomic resolution
in lateral force using few Angstrom amplitude with the frequency
modulation dynamic lateral force microscopy. In their experiment,
torsional resonance mode of a commercially available rectangular
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gradients caused between the tip and the sample surface. Schwarz
et al. [9] has shown three dimensional force field spectroscopy
method and demonstrated interatomic vertical and lateral forces
in the non-contact region on NiO(1 0 0). Abe et al. [10] also
calculated the interatomic potential and the lateral force mapping
from the measurement of frequency shift curves in vertical
direction using FM–AFM. Sugimoto et al. [11] numerically
deducted the frequency shift data and surface potential map
using an experimentally obtained Fz measurement and demon-
strated the enhancement of topographic corrugation with the
decrease in the oscillation amplitude. In this work, the lateral force
numerically deduced from the calculated potential map.
All of the above attempts have shown that the sub-Angstrom
oscillation amplitude lateral force microscopy would reveal more
insight into the lateral force interactions between tip and sample,
down to single atom. In this report, we describe the sub-Angstrom
oscillation amplitude non-contact atomic force microscope for
lateral force measurements and present the first results from the
microscope. Simultaneous lateral stiffness and STM topography
images on Si(1 1 1)–(7  7) surface are obtained. We also present
the direct measurement of lateral forces as we vary the tip-sample
separation, similar to our earlier experiments using ultra small
amplitude non-contact AFM/STM [12–15] in normal forces.
2. Experimental methods
A home-made, high resolution non-contact atomic force
microscope/scanning tunnelling microscope operating in UHV is
used in our experiments. The microscope is designed to detect
normal and lateral forces simultaneously with the tunnel current,
however we concentrate only on the lateral force measurements
for the moment. The microscope is mounted on a special 800 CF
flange as shown in Fig. 1. The microscope base plate is suspended
using four stainless springs on four posts attached to the flange.
Four Sm–Co magnets fixed on a ring is attached to the posts and
copper plates attached to the microscope base plate, these serve as
the vibration damper. Electrical connections are achieved using
Teflon and kapton insulated wires and two 20-pin electrical
feedthroughs mounted at the microscope flange. A 25.4 mm long,
12.7 mm diameter and 1 mm thick EBL#2 piezo tube with four
outer electrodes is used for the sample scanner. The sample
scanner is shielded and then mounted on a shear-piezo driven XYF
axis nanopositioner for coarse approach as shown in Fig. 1. A 108Fig. 1. A picture of the non-contact atomic force microscope for simultaneous lateral
and normal force measurements.gain i–v converter is placed just behind the scanner tube and
connected to the sample. A 2-in. travel linear motion feedthrough
concentrically mounted on the microscope flange is used to lock
the microscope base plate and the sample slider during cantilever
and sample exchange. Cantilevers and samples are mounted on
special stainless steel and Molybdenum holders, respectively. A
normal plate and a shear piezo are mounted on the cantilever
holder which can vibrate the cantilevers in normal and lateral
directions, respectively.
The microscope employs a sensitive fibre optic interferometer
[12] for high force resolution. Sub-Angstrom oscillation ampli-
tudes can be used for imaging as well as performing direct lateral
force–distance spectroscopy. Two separate shear-piezo driven 5-
axis nanopositioners are used to align the fiber with respect to the
cantilever. The one is used for the normal force and the other is
used for the lateral force measurement. We plan to use L-shaped
cantilevers in future to detect the normal and lateral forces
simultaneously. However, we concentrated on detection of lateral
forces with cantilevers which are only free to oscillate in the lateral
direction, as we regulated the tip-sample distance using STM
feedback. Straight, etched, home-made tungsten levers from
tungsten ribbons are used for this purpose. The operation of
the sliders and the alignment of the lateral fiber nanopositioner are
shown in Fig. 2. Details of the instrument are described elsewhere
[16].
An AFM controller developed by NanoMagnetics Instruments
Ltd. [17] is used to control the system. A special radio frequency
(RF) circuit is used to inject RF current into the laser diode to
improve the interferometer sensitivity. An order of magnitude
improvement can be achieved by injecting RF current into the
laser. The frequency and the amplitude of the RF current can
be adjusted in the software to optimize the noise reduction level. A
deflection noise level of 1  104 Å/Hz1/2 is routinely obtained
using this technique. Straight, etched, home-made tungsten levers
from tungsten ribbons with a typical stiffness of 50 N/m are used in
the experiment. The cantilevers are only free to oscillate in theFig. 2. A picture of the optical fibre aligned at the side of the special lateral force
cantilever to measure the lever deflections.
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dimensions of the levers. The vertical detection limit of the
microscope is better than 0.1 Å, using STM feedback.
Si(1 1 1) sample was cut from 525 mm thick, P-doped, n-type
wafers oriented within 0.58 off (1 1 1) plane. Both ex situ and in situ
processes are applied to clean the samples. The sample was cleaned
with isopropanol in ultrasonic bath and then rinsed with deionised
water. They are then dried with dry nitrogen gas before transferring
into the load-lock chamber. The sample is then transferred into the
UHV system and degassed at 650 8C for around 7 h while the base
pressure is kept below 5  1010 mbar. Finally the sample is flashed
around 1200 8C for 1 min and the sample temperature is slowly
reduced by means of decreasing the e-beam heater current. The UHV
system, which houses the microscope has a base pressure of
7 1011 mbar is pumped with a 300 l/s Starcell ion pump and
Titanium sublimation pump. The system is also equipped with a
Turbo-pumped load-lock and a reverse view LEED system.
Fig. 3 shows the operation of the lateral force microscope: the
lever is vibrated with sub-Angstrom oscillation amplitudes
parallel to the sample surface at a frequency well below its
resonance frequency and the changes in the oscillation amplitude
and the phase are measured using a lock-in amplifier, while the
sample is scanned across the tip. The microscope is operated with
STM feedback and simultaneous scans of STM topography,
tunnelling current and force gradient can be acquired. The use
of very small oscillation amplitudes at frequencies far below
resonance allowed us to treat the cantilever motion as a linear
spring, and by solving the linearised equation of motion [18], the











where klateral, k0, A0 and Aint are interaction stiffness, cantilever
stiffness, lateral free oscillation amplitude and the measured
lateral amplitude of the cantilever, respectively. f is the phase
difference between the drive and the lever. The phase difference, f,
between the driving signal and the actual lever motion gives aFig. 3. (a) Schematic view of lateral tip–sample interaction, and (b) mass–spring
modelling of the tip–sample interaction.measure of energy losses in the system and hence the friction. We
typically measure phase differences less than 68, which is small
enough to neglect the energy loss.
3. Results and discussions
In the first series of experiments, we imaged a clean Si(1 1 1)
surface using a lateral cantilever.
The cantilever’s resonance frequency was found to be
18.049 kHz and the lever was oscillated parallel to the surface
with an oscillation frequency of 7.56 kHz, far below its
resonance frequency with oscillation amplitude of 0.4 Åp. The
tunnel current is used for feedback to control the tip–sample
distance. The scan speed was set to 40 Å/s and the tip bias
voltage and set tunnel current were 1 V and 0.4 nA, respec-
tively. Single and multi 3-atom steps on Si(1 1 1) are resolved in
both topography and lateral stiffness channel, as shown in Fig. 3.
The lateral stiffness is quantitatively measured. At the two
upper terraces, almost zero lateral force gradient is measured.
The force gradient has observed to increase by 2.5  0.65 N/m at
the single atomic step edge. Very small lateral gradient while the
tip scans the upper terraces can be attributed to symmetrical
nature of the force gradient and lack of nearby high steps, which
the tip apex senses while it is located on the terraces. However, the
lateral stiffness increase of approximately 13  3.5 N/m is mea-
sured at the lower terrace, at the 3-atom step. This can be due to
the existence of 3-atom top high step nearby. It should be noted,
the measurement of interaction stiffness varies depend on the
location on cantilever side where the fibre is aligned with respect
to the tip apex. Due to difficulties to measure the distance
precisely, we approximate the effective stiffness within about 25%
variation. The difference of the force gradient at different terraces
might be due to high density of defects and impurities on lower
terrace, which were not resolved in topography image. The lever
stiffness is calculated to be 70 N/m. It should be noted that the
residual noise in the measurements are due to the low oscillation
amplitude, as well as the relatively short time constant used in the
lock-in amplifier. The image quality can be improved by using a
cantilever with high resonance frequency, which would allow us to
set higher excitation frequency.
We have also performed lateral force gradient–distance
spectroscopy. The feedback loop is frozen, the sample is first
retracted back by a specified distance and re-approached towards
the tip, while recording the force gradient as well as the tunnel
current to perform the spectroscopy. A threshold tunnel current
level is used to stop the process and retract the sample. The lever
stiffness is calculated to be 70 N/m and oscillation amplitude was
set to 0.4 Åp. Fig. 4 shows a force gradient–distance spectroscopy
curve obtained on Si(1 1 1) sample. Both the tunnel current and the
lateral force gradient increases at the same time. However this
behaviour is not typical. We have observed the tunnel current to
start increasing before the lateral force gradient in general as
demonstrated by Heinrichs [19] and Buhl [20]. The tunnelling
barrier height is calculated to be 3.6  0.3 eV from Fig. 4, which
implies that tip and sample are both clean. The effective barrier height




=hÞz, where m is the mass of the
electron, h is Plank’s constant, f is the effective barrier height and z is
the tip–sample separation. I0 is a function of the applied voltage, and
the pure barrier height could be slightly bigger. The maximum
repulsive force gradient is measured to be 18 N/m. It should be noted
that for both experiments we used the same cantilever, but different
sites of the sample and the same bias voltage are used for both
measurement, VBias = 1 V. Our measurements reveal that there are
significant lateral forces acting on the tip during typical STM
experiments. The lateral force gradient at 1 nA tunnel currents can
be as large as 10–40 N/m depending on the tip shape. The current
Fig. 4. Simultaneous imaging of Si(1 1 1). (a) Topography image and lower curve shows the cross-section view of the STM topography image. (b) Lateral force gradient image,
and lower curve shows the cross-section view of the force gradient image. Image size: 213 Å  80 Å. The lever was oscillated parallel to the surface with an oscillation
frequency of 7.56 kHz and oscillation amplitude of 0.4 Åp. Tip bias voltage and set tunnel current were 1 V and 0.4 nA, respectively.
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experiments (Fig. 5).
In conclusion, a novel fibre optic interferometer based lateral
nc-AFM/STM is used to investigate the lateral force gradients
between tungsten tip and the Si(1 1 1)–(7  7) surface. The
improvement in the resolution of the interferometer allowed us
to use very small oscillation amplitudes to oscillate the cantilever
parallel to the surface, which overcomes the problems associated
with the large amplitude technique that has been widely used.
Since we use small amplitudes, we can extract lateral forces with
unprecedented sensitivity by measuring the changes in the
oscillation amplitude directly, rather than the frequency shift.
We have observed single and multi atomic steps in topography
and lateral stiffness images. This information allowed us to
measure the lateral force direct and quantitatively. Our experi-
ments reveal the first direct measurement of lateral stiffness in
dynamic mode AFM. In contrast to other indirect experiments,
where local formal force–distance curves are used to calculate
lateral force gradients [11], our method offers direct andFig. 5. Simultaneous lateral force gradient–distance and tunnel current vs. distance
spectroscopy. The sample bias voltage was set on 1 V. The cantilever free
oscillation amplitude 0.4 Åp.independent measurements of lateral force gradients. Lateral
force gradient–distance spectroscopy experiments have also
been carried out, in which we simultaneously measured the force
gradient, and tunnelling current as the sample is approached
towards the tip and retracted back. We obtained lateral force
gradient–distance curves exhibiting sharp increase of the force
gradient, while the sample is approaching to the surface. We
observed positive and sometimes slightly negative force gra-
dients. We attribute the lack of pronounced attractive region in
the lateral force gradient could be due to cancellation of long
range attractive forces acting on the tip because of the symmetry
of the surface structure. We observed for the first time,
surprisingly large, lateral stiffness in typical STM operating
conditions, 1 nA.
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